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Abstract. The main aim of the paper is to assess the consis-
tency of ﬁve years of Global Ozone Monitoring Experiment-
2/Metop-A [GOME-2] total ozone columns and the long-
term total ozone satellite monitoring database already in ex-
istence through an extensive inter-comparison and valida-
tion exercise using as reference Brewer and Dobson ground-
based measurements. The behaviour of the GOME-2 mea-
surements is being weighed against that of GOME (1995–
2011), Ozone Monitoring Experiment [OMI] (since 2004)
and the Scanning Imaging Absorption spectroMeter for At-
mospheric CartograpHY [SCIAMACHY] (since 2002) to-
tal ozone column products. Over the background truth of
the ground-based measurements, the total ozone columns are
inter-evaluated using a suite of established validation tech-
niques; the GOME-2 time series follow the same patterns
as those observed by the other satellite sensors. In partic-
ular, on average, GOME-2 data underestimate GOME data
by about 0.80%, and underestimate SCIAMACHY data by
0.37% with no seasonal dependence of the differences be-
tween GOME-2, GOME and SCIAMACHY. The latter is ex-
pected since the three datasets are based on similar DOAS
algorithms. This underestimation of GOME-2 is within the
uncertainty of the reference data used in the comparisons.
Compared to the OMI sensor, on average GOME-2 data
underestimate OMI DOAS (collection 3) data by 1.28%,
without any signiﬁcant seasonal dependence of the differ-
ences between them. The lack of seasonality might be ex-
pected since both the GOME data processor [GDP] 4.4 and
OMI DOAS are DOAS-type algorithms and both consider
the variability of the stratospheric temperatures in their re-
trievals. Compared to the OMI TOMS (collection 3) data,
no bias was found. We hence conclude that the GOME-2
total ozone columns are well suitable to continue the long-
term global total ozone record with the accuracy needed for
climate monitoring studies.
1 Introduction
With the launch of Metop-A on 19 October 2006, a polar
orbiting satellite carrying both environmental and meteoro-
logical instruments, a new global total ozone data record was
started with the GOME-2 instrument. In Loyola et al. (2011),
the GOME data processor (GDP) version 4.4 retrieval algo-
rithm for GOME-2 total ozone, as well as the ﬁrst global val-
idation results for three years (2007–2009) using Brewer and
Dobson ground-based measurements, was described. Several
algorithm improvements were introduced in GDP 4.4 com-
pared to previous versions (van Roozendael et al., 2006) such
as the improved cloud retrieval algorithms including the dis-
crimination of sun-glint effects, the enhanced treatment for
ice and snow conditions, the intra-cloud ozone correction,
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the updated radiative transfer modelling for large viewing
angle conditions and the empirical correction to eliminate
a scan angle dependency caused by an unknown bias. To
be precise, the forward-scan west-east dependency of more
than +1.5% in the previous GDP 4.x data has been largely
eliminated in the GDP 4.4 record. The GDP 4.4 algorithm is
able enough to deliver real-time data for operational needs
while being truly robust in performance. As far as the valida-
tion was concerned, for middle latitude comparisons, Loyola
et al. (2011) already showed that the reprocessed GOME-2
GDP 4.4 dataset underestimates ground-based Dobson ozone
by 0.5% in the Northern Hemisphere, whereas it overesti-
mates in the Southern Hemisphere by the same amount. For
northern high latitude comparisons, a good comparison rel-
ative to the Dobson measurement is found, while, for the
southern high latitude comparisons, an underestimation of
less than 1% is observed. For the tropical stations, GOME-2
underestimates on average by 0 to 2% against the Dobson
network. The GOME-2 versus Brewer comparisons over the
Northern Hemisphere follow closely the GOME-2 vs. Dob-
son comparisons and illustrate an underestimation of 1%
which tends to be slightly higher (1–2%) over the Arctic.
Equally important to the stand-alone validation and qual-
ity assurance of new atmospheric composition products is
to ensure the continuity in the record between current and
past missions. Even though the processors analysing the at-
mospheric signal might be the same, even slight differences
in spectral and spatial resolution, detector technology, swath
width, and other characteristics might bring notable differ-
ences between the resulting total ozone products from dif-
ferent sensors. In the following, we will delve into the com-
parisons between GOME-2 total ozone for the years 2007 to
2010 against other three satellite instruments active during
this time period, using as reference a background of ground-
based total ozone measurements. In Sect. 2 we discuss the
different datasets used with some details on both instruments
and algorithms given as well as known issues with the total
ozone records, as these were recorded in literature. In Sect. 3
we show the results and the discussion, with the summary
and conclusions given in Sect. 4.
2 Datasets and methodology
2.1 The four satellite instruments
A very brief description of the four different instruments and
the relevant algorithms is given in this following section. For
quick reference to the information, the main features of the
four instruments, satellite platforms and data versions used
in this study are further summarized in Table 1.
2.1.1 GOME on board ERS-2
The Global Ozone Monitoring Experiment (GOME) is an
across-track nadir-viewing spectrometer on board ERS-2
which is a Sun-synchronous polar orbiting satellite with a
period of about 100min and a local Equator crossing time of
10:30LT. In normal viewing mode, GOME performs three
forward scans followed by a backward scan. Each forward
scan has a footprint size of 320km×40km for a 1.5-s detec-
tor readout integration time. The maximum swath is 960km,
with nominal scan angle ±31◦ at the spacecraft, and global
coverageisachievedattheEquatorwithinthreedays.GOME
has 3584 spectral channels distributed over four serial read-
out detectors; the wavelength range is 240 to 793nm, with
a moderate spectral resolution of 0.2 to 0.4nm. More de-
tails on the GOME instrument are given by Burrows et
al. (1999a). The instrument was switched off on 5 July 2011
when the ERS-2 satellite was decommissioned. The GOME
total ozone columns presented in this work here are the op-
erational GDP 4.1 products (Van Roozendael et al., 2006).
Known issues with the GOME total ozone columns reported
in Balis et al. (2007a) include a small mean seasonal depen-
dence remaining north of 40◦ N and south of 40◦ S. The am-
plitude of this seasonality does not exceed 1%–1.5% for the
Dobson comparisons and is even less for the Brewer com-
parisons. Also, there is an overestimation of GOME for SZA
(solar zenith angles) between 60◦ and 70◦, and a reversal of
the SZA trend at 75◦ for the GDP 4.1/Dobson comparisons.
The total column products do not suffer from any long-term
drift of quality from 1995 to 2003, despite instrument degra-
dation; the stability of the GDP 4.1 ozone data record enables
it to be used conﬁdently for ozone trend monitoring.
2.1.2 SCIAMACHY on board ENVISAT
The Scanning Imaging Absorption spectroMeter for At-
mospheric CartograpHY (SCIAMACHY) was launched in
March 2002 aboard the European platform ENVISAT and
has been operational for more than ten years providing global
coverage in approximately six days (Bovensmann et al.,
1999). ENVISAT is in a Sun-synchronous orbit with an in-
clination of 98.5◦, a mean altitude of 796km and has a pe-
riod of 100min, performing about 14 to 15 orbits per day.
SCIAMACHY is an eight-channel spectrometer covering the
spectral range from 240nm to 2380nm and uses different
viewing geometries for retrieving total trace gas columns
(nadir) and proﬁles (limb and solar/lunar occultation). The
nominal swath is 960km with a typical footprint size of
60km×30km for ozone observations; global coverage is
achieved at the Equator within six days. The total ozone
column data used in this study are from the SCIAMACHY
differential optical absorption spectroscopy (SDOAS) algo-
rithm, which is the prototype algorithm for GOME(-2) and
SCIAMACHY operational products GDP4.x and SGP5.0,
with details found in Lerot et al. (2009). With respect to
ground-based data on the whole, there is no appreciable
systematic bias and more than 75% of the measurements
used in this paper agree within 5% for the set of ground
stations used in Lerot et al. (2009). It is also important to
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Table 1. Main characteristics of the GOME-2/MetOp GOME/ERS-2, SCIAMACHY and OMI instruments relevant to the total ozone column
products.
GOME/ERS-2 SCIAMACHY OMI GOME-2/MetOp
Principle UV/VIS grating spectrometer UV/VIS/NIR grating spectrometer UV/VIS grating spectrometer UV/VIS grating spectrometer
Detectors Reticon linear diode array Reticon linear diode array 2-dimensional CCD Reticon linear diode array
Spectral resolution 0.20 nm 0.26 nm 0.45 nm 0.26 nm
Spatial resolution
(default)
320×40 km2 60×30 km2 Up to 13×24 km2 80×40 km2
Swath width 960 km 960 km 2600 km 1920 km
Dataset span 1995–2011 2002–2011 2004–2011 2007–2011
Eq. crossing time 10:30 LT 10:00 LT 13:30 LT 09:30 LT
Level-0-to-1b alg. GDP L01 4.0 IPF 6.03 OML1BRUG (v003) GOME-2 PPF 4.x
Level-1-to-2 alg. GDP 4.1 SDOAS (SGP 5.0) OMDOAO3 v1.0.5 GDP 4.4
& OMTO3 v1.1.0
* In addition to the parameters listed here, the differential signal-to-noise characteristics of the instruments can have an impact on the total ozone column retrieval as well.
note that the SCIAMACHY total O3 columns suffer from
a small but statistically signiﬁcant decreasing trend, rang-
ing between −0.20 and −0.50% per annum. The issue is
related to the well-known instrumental degradation of SCIA-
MACHY which generates time-dependent spectral features
in the measured reﬂectances and introduces an artiﬁcial trend
in the ozone total columns.
2.1.3 OMI on board aura
The Ozone Monitoring Instrument (OMI) (Levelt et al.,
2006)isoneoffourinstrumentsaboardtheNASAEOS-Aura
satellite, launched on 15 July 2004 (Schoeberl et al., 2006).
OMI is a compact nadir-viewing, wide swath (daily global
coverage), ultraviolet-visible (270nm to 500nm) imaging
spectrometer that was contributed to the Aura mission by
the Netherlands and Finland. The foot pixel size at nadir is
13km×25km. In contrast to GOME and SCIAMACHY, the
foot pixel size is not constant but increases for the off-nadir
positions. Two total ozone column data products are avail-
able: the OMI-TOMS data product, which is based on the
long-standing TOMS V8 retrieval algorithm (Bhartia et al.,
2004); and the OMI-DOAS data product, which is a DOAS
type algorithm (Veefkind et al., 2006) developed by the
Royal Netherlands Meteorological Institute (KNMI). Balis et
al. (2007b) have shown that, although both algorithms infer
total ozone column data for OMI ground pixels, they differ
in many aspects of their algorithmic approach and this is re-
ﬂected in the validation and comparison campaigns. Balis et
al. (2007b), showed a globally averaged agreement of bet-
ter than 1% for OMI-TOMS data and better than 2% for
OMI-DOAS data with the ground-based observations. The
OMI-TOMS data product was found to be of high overall
quality with no signiﬁcant dependence on solar zenith angle
or latitude. The OMI-DOAS data product had no signiﬁcant
dependence on latitude except for the high latitudes of the
Southern Hemisphere, where it systematically overestimated
thetotalozonevalue.Inaddition,asigniﬁcantdependenceon
solar zenith angle is found between OMI-DOAS and ground-
baseddata.Inthiswork,bothproductswillbeconsideredand
were extracted from the Aura Validation Data Centre (http:
//avdc.gsfc.nasa.gov/). The OMI TOMS and OMI DOAS
level-2 total ozone data are based on collection 3 level 1b
data and have been processed with TOMS v8.5 and OM-
DOAO3 v1.0.1 algorithms respectively (see ATBD docu-
ments at http://toms.gsfc.nasa.gov and http://www.temis.nl).
The well-known “OMI row anomaly” issue, which affects
particular viewing directions that correspond to rows on the
CCD detector, has been dealt with by discarding observa-
tions with the equivalent quality ﬂag as discussed in detail at
http://www.knmi.nl/omi/research/product/index.php.
2.1.4 GOME-2 on board MetOp-A
The Global Ozone Monitoring Experiment-2 (GOME-2)
instrument is mounted on the ﬂight-direction side of the
MetOp-A satellite. GOME-2 is a nadir-viewing scanning
spectrometer, with an across-track scan time of 6s and
a swath width of 1920km. Global coverage of the sun-
lit part of the atmosphere can be achieved almost within
one day. GOME-2 ground pixels have a footprint size of
80km×40km, four times smaller than those for GOME
(320km×40km), and also improved polarisation monitor-
ing and calibration capabilities (Munro et al., 2006). In the
framework of EUMETSAT’s Satellite Application Facility
on Ozone and Atmospheric Chemistry Monitoring (O3M-
SAF), GOME-2 total ozone data are processed at DLR op-
erationally, both in near-real time and ofﬂine, using the GDP
4.x algorithm (Valks et al., 2011). However, operational data
were based on different versions of level 1b data, and in ad-
dition, the satellite measurements showed a scan angle de-
pendency. In order to provide a homogeneous dataset, the
complete GOME-2 dataset was reprocessed with GDP 4.4 at
the end of 2009 using the most recent level 1b data (version
4), plus an additional empirical correction for the east-west
scan dependencies as described in Loyola et al. (2011). Re-
fer to this paper for further details on the algorithm and the
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validation of the total ozone column against ground-based
instruments.
Within the framework of the O3M-SAF project, the Labo-
ratory of Atmospheric Physics (LAP) at Aristotle University
of Thessaloniki, in collaboration with the Hellenic National
Meteorological Service, has developed a total ozone valida-
tion facility for GOME-2 data (found at http://lap.physics.
auth.gr/eumetsat/totalozone).
2.2 The ground-based measurements
Archived total ozone column measurements from the
WMO/GAW network that are routinely deposited at the
WOUDC in Toronto, Canada (http://www.woudc.org) were
used as ground reference. The WOUDC archive contains to-
tal ozone column data mainly from Dobson and Brewer UV
spectrophotometers and from M-124 UV ﬁlter radiometers.
A well-maintained and calibrated Dobson spectrophotometer
measures the ozone column with an estimated accuracy of
1% for direct Sun observations and 2–3% for zenith sky or
zenith cloud observations for Sun elevation higher than 15◦.
The Dobson spectrophotometer is a large and manually con-
trolledtwo-beaminstrumentbasedonthedifferentialabsorp-
tion method in the ultraviolet Huggins band where ozone ex-
hibits strong absorption features. The measurement principle
relies onthe ratio ofthe direct sunlightintensities attwo stan-
dard wavelengths. Since 1957, Dobson spectrophotometers
have been deployed operationally in a worldwide network.
The Brewer grating spectrophotometer is in principle similar
to the Dobson; however, it has an improved optical design
and is fully automated. The ozone column abundance is de-
termined from a combination of four wavelengths between
306nm and 320nm. Since the 1980s, Brewer instruments
are part of the ground-based networks as well. Most Brewers
are single monochromators, but a small number of systems
are double monochromators with improved stray light per-
formance.
The WOUDC stations considered and the reasoning be-
hind the particular selection of stations have already been
presented in a series of validation papers, such as for the
validation of ten years of GOME observations (Balis et al.,
2007a), the OMI-TOMS and OMI-DOAS dataset (Balis et
al., 2007b), a new version of the OMI-TOMS algorithm
(Ant´ on et al., 2010) and the GOME-2 validation (Loyola et
al., 2011).
The selection investigation and criteria have been dis-
cussed in detail in Balis et al. (2007a, b). We offer here a brief
summary for completeness. For each ground-based station, a
series of statistics and plots were performed, separately for
direct Sun measurements and zenith sky observations. Daily
coincidences of the satellite pixel’s central latitude and longi-
tudefallingwithina150kmradiusofthegroundstationwere
found and used for the creation of monthly, seasonal and
yearly time series and scatter plots. Since the WOUDC data
are daily means, there is no temporal treatment of the satel-
lite observations. The percentage of the relative differences
between ground and satellite TOC is used as the comparative
tool for the validation. The statistics are then performed on
a per latitude belt basis, per hemisphere basis and per global
basis, always keeping the two types of ground-based instru-
ments separate and using only direct Sun observations, as
the most reliable. In the following, per hemisphere and per
global basis comparisons will be shown and discussed upon,
for space reasons.
3 Results and discussion
In the following section, the long-term performance of
GOME-2 total ozone columns will ﬁrstly be examined
against that of the three instruments discussed above over the
background of the Dobson and Brewer total ozone columns.
In order to compare possible trends, features and regions
of special interest, contour representations of the latitudinal
variability of the differences against time are presented ﬁrst.
This will enable the pictorial identiﬁcation of regions and
times where each of the instruments might have faced issues,
as well as the long-term stability of all total ozone column
records. Secondly, the time series of the differences averaged
over the Northern Hemisphere enables the study of the sea-
sonality effects and possible trends. Thirdly, a contour rep-
resentation of the differences as a function of SZA and sea-
son permits the identiﬁcation of lingering SZA and seasonal
dependencies and how these compare among the different
algorithms and instruments.
At this point, we wish to mention a possible source for the
differences between the Dobson and the Brewer comparisons
shown later on in this paper. There exists an inherent devi-
ation between the treatment of the ground-based measure-
ments and the analysis of the satellite observations and that
is the choice of ozone absorption cross sections; the ground-
based data are analysed using the Bass and Paur (1985),
ozone cross sections, whereas with the GDP 4.x family of al-
gorithms, cross sections measured with each instrument are
used, namely the GOME measured ﬂight model cross sec-
tions for O3, known as the GOME FM98 data (Burrows et
al., 1999b) for the GOME and GOME-2 instruments and
the SCIAMACHY ﬂight model data (SFM) (Bogumil et al.,
2003) for the SCIAMACHY instrument. The exception is
TOMS V8 which uses, to the best of our knowledge, the
Bass and Paur (1985) cross sections. It certainly falls within
the plans for the next generation of algorithms, namely the
GDP5.0 direct ﬁtting algorithm, to harmonise the use of
cross sections for the satellite observations. However this
will come at a later stage. On the impact of the tempera-
ture, the point as we understand it is more whether some
of the reported differences could come from the fact that
ground-based datasets use cross sections at a ﬁxed temper-
ature (while temperature dependences are accounted for in
satellite algorithms). We postulate that the answer is most
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probably yes, and it probably explains part of the differ-
ent behaviour between Dobson and Brewer instruments as
the Dobson measurements are more sensitive to temperature
variations.
3.1 Long-term stability
3.1.1 Latitudinal behaviour
In Fig. 1 a contour representation of the difference between
each of the four satellite instruments and the Dobson to-
tal ozone columns is shown in order to visualise the long-
term picture of each instrument on a global scale and not
only the coincidences to GOME-2. Hence, the stability of
each instrument and algorithm behaviour may be examined.
The comparative graphs are ordered from top to bottom in
launch date from the one furthest back in time to the present.
In order to create as homogeneous and hence comparable
graphs as possible, these contour representations were cre-
ated with a spread of 0.2 of the year (i.e. 1.5months ap-
proximately) for the x-axis and 30 degrees in latitude for the
y-axis. The original data were averaged with a one-month
spacing in time and 15 degrees in latitude. A common fea-
ture for all graphs that should be discussed here is the high
negative values (more than −2.5%) around 15circN which
are due to the station of Bangkok, the sole station of the belt,
which presents a near-constant ground-based overestimation
from year 2005 onwards. This feature may appear more pro-
nounced in some ﬁgures than others depending on the av-
eraging/binning performed as needed. The station is not ex-
cluded from any comparisons.
In the upper left of Fig. 1, the near 15yr of GOME to-
tal ozone monitoring are presented with the large gaps in
the Southern Hemisphere after year 2003 due to the ERS-
2 tape recorder failure. The gaps at the high latitudes, also
noticeable for the other instruments, are due to the lack of
ground-based stations, and not a satellite effect. A deﬁnite
seasonal effect persists through the years with lows (underes-
timation) during the summer months for the Northern Hemi-
sphere. The general picture appears to be that the GOME
measurements oscillate between over- and underestimating
the ground-based estimates between −0.5% and 1% de-
pending on the latitude belt and the season. This seasonal
dependency northwards and southwards of 40◦ has also been
reported in Balis et al. (2007a) with an amplitude that does
not exceed 1%–1.5% for the Dobson comparisons. In the
upper right, a similar structure can be observed for the SCIA-
MACHY comparisons which start at the end of year 2002
with some instrumental issues still lingering appearing as
the strong overestimations in all latitude bands for those
months. From mid-2003 onwards, the northern middle lat-
itudes demonstrate a seasonally affected underestimation of
around−1.5%whoseamplitudealsoshowsinterannualvari-
ability, whereas the southern middle and high latitudes over-
estimate by around 1%. These ﬁndings agree very well with
the validation analysis presented in Lerot et al. (2009) even
though the set of ground-based stations used there is not en-
tirely the same as the one used in this study. In the middle
left panel, the OMI TOMS comparisons display the most
homogeneous character of all instruments, with values that
revolve around the zero difference (light green colours de-
note ±0.5%), no spikes at the high latitudes and a persistent
slight underestimation above 30◦–60◦ N. A different picture
in the middle right panel for the OMI DOAS comparisons
presents the largest overestimates by 2–4% compared to the
ground truth for the high latitudes of both hemispheres for
the summer months, underestimates for the winter months
and in general shows a variable structure with problems for
high SZA cases as well. There appears also to be a general
change in the comparative behaviour between ground and
OMI DOAS from year 2009 which is shown more promi-
nently in the time series plots presented below, a feature
also observed for the Brewer comparisons (not shown here).
These ﬁndings agree well with Balis et al. (2007b), who
found the OMI-TOMS data product of high overall quality
with no signiﬁcant dependence on solar zenith angle or lat-
itude. They showed as well that the OMI-DOAS data prod-
uct systematically overestimated the total ozone values in the
high latitudes of the Southern Hemisphere as well as a signif-
icant dependence on solar zenith angle. Finally, in the lower
panel, GOME-2 exhibits a similar behaviour as GOME and
SCIAMACHY with the seasonal alteration between over-
and underestimating in the mid- to high latitudes. As shown
also in Loyola et al. (2011), the GOME-2 total ozone data
obtained with GDP 4.4 slightly underestimate ground-based
ozone by about 0.5% to 1% over the middle latitudes of the
Northern Hemisphere and slightly overestimate by around
0.5% over the middle latitudes in the Southern Hemisphere.
3.1.2 Long-term stability
Focusing on the time series of the differences as a mean over
the NH stations, in Fig. 2 the time evolution of the behaviour
of each instrument is shown, alongside the standard devia-
tion of the daily points which are included in the monthly
mean value. In the same order as before, the GOME differ-
ences are shown in the upper left with the obvious season-
ality with peak-to-peak that revolves around the zero line.
SCIAMACHY, in the upper right, shows exactly the same
patterns as GOME, whereas the OMI TOMS differences in
the middle left show a more or less ﬂat behaviour as the
years progress revolving around a mean of −1% and no pro-
nounced seasonal effects. OMI DOAS follows the GOME
and SCIAMACHY seasonality peaks until mid-2009 where
the differences show a noticeable change from revolving
around the zero line to an overestimation of between 1 and
2%. The GOME-2 picture is very similar to that of the
rest of the total ozone retrievals using the DOAS algorithm,
apart from the fact that the seasonal peak-to-peak differences
go from −2% to 0%. The seasonality effect apparent in
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Fig. 1. Contour representation of the difference between satellite and Dobson ground-based measurements for the ﬁve datasets dis-
cussed in this paper as a function of latitude and time. Top left: GOME. Top right: SCIAMACHY. Middle left: OMI TOMS. Middle
right: OMI DOAS. Bottom: GOME-2.
all DOAS algorithms (i.e. in all datasets shown apart from
OMI TOMS) can, for most part, be attributed to the fact
that the satellite algorithms account for differences in effec-
tive temperature, whereas the ground-based instruments use
a constant temperature for the ozone cross sections. A sec-
ondary effect arises from the fact that the DOAS algorithms
cannot ﬁt well the observed features at high SZAs, which
appears to be both a seasonal and geometrical issue.
3.1.3 Seasonal variability
Another way to discern possible issues is to investigate the
contour representation of the differences on a seasonal ba-
sis, as presented in Fig. 3. The layout of this ﬁgure is as
per the previous two ﬁgures. For the visualization needs of
this ﬁgure, a 1/12 per annum radius in time was used as
well as a 10-degree radius in latitude. In the upper left, the
16 years of GOME create a smooth and clear image, which
shows that, for the northern middle and high latitudes, the
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Fig. 2. Time series of the differences between satellite and Dobson ground-based measurements for the ﬁve datasets for the Northern
Hemisphere stations only. Top left: GOME. Top right: SCIAMACHY. Middle left: OMI TOMS. Middle right: OMI DOAS. Bottom:
GOME-2.
satellite overestimates by around 1% for the winter and au-
tumn months and underestimates by the same amount for the
summer months. The southern tropical belt around 20–30◦
shows a zone of underestimation of 1%, whereas, for the
higher southern latitudes, the situation again reverses with
a progressive increase in overestimation as the Antarctic sta-
tions are encountered which reaches the levels of 3 to 4%.
This GOME overestimation in polar latitudes during winter
can probably be reduced by applying GDP 4.4 (no addition
of ghost column for snow/ice conditions). In the upper right,
for SCIAMACHY, a similar picture is detected for the North-
ern Hemisphere albeit with more pronounced features: in the
northern spring and summertime mid-latitudes, the underes-
timation reaches −2%, whereas the winter months also show
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Fig.3.ContourrepresentationofthepercentagedifferencesbetweensatelliteandDobsonground-basedtotalozonemeasurementsdepictedas
a function of solar zenith angle and season. Top left: GOME. Top right: SCIAMACHY. Middle left: OMI TOMS. Middle right: OMI DOAS.
Bottom: GOME-2.
higher overestimations. For the Southern Hemisphere, the
pattern changes somewhat with the tropical zone overshoot-
ing by around 1% for all seasons and the middle and high
latitudes overestimating up to 2–3% for the summer months
and underestimating by 1% for the winter ones. In the mid-
dle left, the OMI TOMS shows no seasonal or SZA issues
with a constant underestimation of −0.5% for all months
and latitudes. Conversely, in the middle right, OMI DOAS
shows a similar over- to underestimating pattern as SCIA-
MACHY with different amplitudes with, interestingly, quite
high values reaching 3–4% for the spring Antarctic region.
Finally, in the lower left, GOME-2 shows a strong, around
−2%, underestimation for the tropical belt around ±30◦ for
all seasons which persists for higher southern latitudes for
the winter months. The equatorial belt missing from this plot
is due to the fact that the stations that belong to that belt (i.e.
Natal/Brazil, and Nairobi/ Kenya) provide data only up to
2004 and 2000 respectively.
3.2 Joint analysis and intercomparison
In the following section, the comparison between GOME-2
and the other four satellite datasets is demonstrated through
a composite ﬁgure with eight panels that follow the same
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Fig. 4. Comparisons of GOME-2 (black), GOME-1 [dark blue], OMI-TOMS (light blue), OMI-DOAS (light green) and SCIAMACHY
(orange) total ozone against the same ground-based measurements. Left column are the Brewer comparisons and the right column the
Dobson comparisons. From top to bottom, the dependence of the percentage differences as function of latitude, solar zenith angle, cloud top
pressure and cloud fraction.
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Table 2. The average differences between satellite and ground-based instruments for the ﬁve datasets shown in this paper. The mean and
standard deviation for the latitudinal and the SZA variability are given for the Brewer instruments for low, middle and high latitudes and
angles respectively.
Brewer
Latitudinal variability SZA variability
Tropical Mid-Latitudes Polar Low Middle High
(0–30◦ N) (30–60◦ N) (60–90◦ N) (0–25◦) (25–70◦) (70–90◦)
GOME-2 −2.0±2.4% −1.9±2.4% −1.5±3.0% −2.1±2.4% −1.8±2.4% −0.4±3.2%
GOME −1.7±2.6% −1.0±2.8% −0.02±3.4% −1.8±2.7% −0.6±2.8% 1.1±3.5%
OMI TOMS −0.8±2.2% −1.0±2.1% −1.5±2.4% −0.8±2.1% −1.0±2.4% −1.1±4.3%
OMI DOAS −0.2±3.2% −0.02±2.9% −0.5±10.8% 0.03±3.3% 0.3±3.0% 1.1±9.7%
SCIAMACHY −1.3±2.8% −1.0±2.6% −0.6±3.0% −1.6±2.7% −0.8±2.6% 0.3±3.5%
Table 3. The average differences between satellite and ground-based instruments for the ﬁve datasets shown in this paper. The mean and
standard deviation for the latitudinal and the SZA variability are given for the Dobson instruments for low, middle and high latitudes and
angles respectively.
Dobson
Latitudinal variability SZA variability
Tropical Mid-Latitudes Polar Low Middle High
(0–30◦ N) (30–60◦ N) (60–90◦ N) (0–25◦) (25–70◦) (70−−90◦)
GOME−2 −1.3±3.2% −0.9±2.7% −0.6±3.2% −1.7±3.2% −0.8±3.0% 0.7±5.8%
GOME −1.3± 15.1% −0.4±10.3% 0.6±4.0% −1.4±2.2% 0.2±3.3% 2.0±6.3%
OMI TOMS −0.9±3.3% −0.9±3.3% −0.5±3.0% −0.9±3.3% −0.5±3.0% 0.06±3.8%
OMI DOAS −0.2± 4.0% 0.2±4.0% 1.3±4.7% 0.3±4.1% 0.9±3.9% 2.8±5.9%
SCIAMACHY −1.1±3.6% −0.5±3.1% −0.4±3.8% −1.0±3.6% 0.05±3.6% 1.0±5.8%
colour-coding format. Common days of data between the
GOME record and each of the other instruments are used.
In the ﬁrst row of Fig. 4, the percentage differences be-
tween satellite and co-located ground-based measurements
have been grouped in 10◦ bins in latitude. In the second row,
the differences have been grouped in 5◦ bins in solar zenith
angle. In the third row, the cloud top pressure (CTP) de-
pendency for each of the satellites is examined for bins of
50mbar and in the fourth and ﬁnal row, the cloud fraction in
bins of 5%. These plots will be hereafter referred to as latitu-
dinal variability, SZA variability, CTP variability and cloud
fraction variability respectively.
For the case of the latitudinal variability and the Dob-
son comparisons (Fig. 4 top left), a very close agreement
for the NH and the tropics is observed in the behaviour
of all ﬁve algorithms up to 50◦ N. From then and north-
wards, OMI DOAS presents a steady 1–2% overestimation
and GOME deviates at the Arctic stations with an overesti-
mation of more than 2%. The other three algorithms present
a very similar picture. In the SH the comparisons are more
diverse: GOME is underestimating near −0.5% around the
Equator and tropics and reaching −2% in the Antarctic. A
very similar behaviour is observed by SCIAMACHY and
OMI TOMS. OMI DOAS is constantly overestimating by
between 1 and 3%, whereas GOME-2 shows a more con-
stant behaviour around the zero line with the exception of the
Antarctic where the differences reach 3%. For the Brewer
comparisons (Fig. 4 top right), the situation is more homoge-
neous with no latitudinal dependency seen in any of the algo-
rithms and a mean of −2% for GOME-2 and OMI TOMS,
a mean around −1% for GOME and SCIAMACHY and a
mean of around zero for OMI DOAS. This can be attributed
to the fact that most Brewer stations fall around the mid-
dle latitude regions where the observational geometries and
TOC ranges are far more favourable for constant, un-biased
ground-based time series.
For the case of the SZA variability and the Dobson com-
parisons (second row left), all algorithms show a similar pic-
ture with underestimation for the low SZAs, overestimation
for the high SZAs and an obvious SZA dependency. What
differentiates one instrument from the other is the magnitude
of the dependency; GOME-2 and OMI TOMS show the least
amount of dependency with values ranging between −0.5%
for the low and 0.5% for the high SZAs. OMI DOAS seems
to show the worst behaviour with a dependency that starts
around 0% in difference and rises to 3% for SZAs higher
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Fig. 5. Direct scatter plot comparisons of the satellite total column at the overpass sites for the Dobson ground-based stations. Top row:
GOME-2 (on the y-axis) to GOME (left plot) and OMI TOMS (right plot). Bottom row: GOME-2 (on the y-axis) to OMI DOAS (left plot)
and SCIAMACHY (right plot). The points are colour-coded according to the SZA related to that measurement. The r-squared and y-intercept
of the scatter line (red) are also given.
than 80◦. GOME and OMI DOAS demonstrate a depen-
dency in between these two extremes. For the Brewer com-
parisons (second row right), all algorithms show the same
mild positive dependency in SZA with differences that start
around −2% for the low SZA and rise to 0–2% for the high
SZA, apart from OMI TOMS which is showing a more sta-
ble albeit negative dependency between −0.5% and −2%
for all SZAs.
For the case of the CTP variability and the Dobson com-
parisons (third row left), GOME-2 and OMI TOMS show
no dependency whatsoever and average values around 0%.
SCIAMACHY shows a mild negative dependency, moving
from a 2% overestimation for low CTP to a −1% under-
estimation for high CTP. GOME and OMI DOAS show the
strongest dependencies with averages ranging between 4%
and −2%. For the Brewer comparisons (third row right),
a near-exact situation can be seen. A point to consider
when examining the very low [< 200mbar] and very high
[> 800mbar] CTP cases is the amount of data points that
have been used in these graphs where, for example for the
case of the GOME measurements, only 25 points make up
the 200mbar bin, 60 the 300mbar bin, whereas there exist
around 600 points for the 800mbar bin.
For the case of the cloud fraction variability and the Dob-
son comparisons (bottom left), there are no dependency and
near-zero comparative values for all satellites apart from
OMI DOAS which shows a constant 1% positive offset for
all cloud fractions. A near-similar picture for the Brewer
comparisons with all algorithms around shows the −1%
negative offset.
The comparisons as function of CTP variability and cloud
fraction variability agree well with the results from Ant´ on
and Loyola (2011).
In Tables 2 and 3, some statistics for the differences be-
tween satellite and ground-based measurements are given for
distinct cases of latitudinal and SZA belts. In particular, three
latitude bands are shown: the tropical zone, from 0◦ to 30◦ N;
a middle latitude one, from 30◦ to 60◦ N; and a polar one,
from 60◦ to 90◦ N, as well as three SZA bands: low SZA,
from 0◦ to 25◦; middle SZA from 25◦ to 70◦; and high SZA
from 70◦ to 90◦. Table 2 shows the statistics for the Brew-
ers and Table 3 the statistics for the Dobson instruments. The
seemingly high standard deviation is due to the fact that raw
daily measurements were used for these statistics and not
already binned, and hence smoothed out, data.
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Delving deeper into the comparative behaviour of the
GOME-2 ozone record compared to the other algorithms, the
direct scatter plots of the common data points between the
satellites for the Dobson locations only are given in Fig. 5.
With GOME-2 always on the y-axis, the scatter against
GOME is shown in the upper left, OMI TOMS in the up-
per right, OMI DOAS in the lower left and SCIAMACHY
in the lower right. The different colours denote the SZA
values associated with the total ozone columns. The ﬁrst
point to note is the excellent correlation level which in all
cases has an R2 of 0.98 and the data points in all cases fall
nicely in the y=x line. No obvious dependency of the to-
tal ozone columns on the SZA can be seen. For the high
SZAs (orange colour) associated with the low Antarctic total
ozone values, the GOME-2 data underestimate the GOME
and OMI DOAS data, while agreeing well with OMI TOMS
and SCIAMACHY. The least deviation from the y=x line
can be seen in the comparisons with GOME (upper left) and
the highest with OMI DOAS (lower left). In the OMI DOAS
comparisons, numerous outlier points are observed irrespec-
tive of the associated SZA which points to the fact that
the reason behind the disagreement is not due to the SZA
treatment of the algorithms.
4 Summary and conclusions
In the current paper, we have assessed the stability and
compatibility of ﬁve years of Global Ozone Monitoring
Experiment-2/Metop-A total ozone columns against that
of GOME/ERS, OMI/Aura and SCIAMACHY/ENVISAT
through an extensive inter-comparison and validation exer-
cise using as reference Brewer and Dobson ground-based
measurements. Over the background truth of the ground-
based measurements, the total ozone columns are inter-
evaluated using a suite of established validation techniques
and the main ﬁndings follow:
1. On average, GOME-2 data underestimate GOME data
by about 0.80%, and underestimate SCIAMACHY data
by 0.40%. There is no seasonal dependence of the dif-
ferences between GOME-2, GOME and SCIAMACHY.
The latter is expected since the three data sets are based
on similar algorithms (GDP 4.x). This underestima-
tion of GOME-2 is within the uncertainty of reference
ground-based data used in the comparisons.
2. On average, GOME-2 data show no dependency with
respect to the cloud top pressure and the cloud fraction,
with discrepancies between the −1% and zero levels.
The same picture is observed for the OMI TOMS data.
The rest of the algorithms show varying levels of de-
pendency, especially for high clouds, bearing in mind
the sparsity of data at the low cloud top pressure values.
3. On average, GOME-2 data show very little SZA depen-
dency and only for angles larger than 75◦, maintain-
ing a constant bias compared to the ground-based data.
Marked is the improvement over the GOME dataset.
4. On average, GOME-2 data underestimate OMI DOAS
(collection 3) data by 1.28%, without any signiﬁcant
seasonal dependence of the differences between them.
The lack of seasonality might be expected since both
GDP 4.4 and OMI DOAS are DOAS-type algorithms
and both consider the variability of the stratospheric
temperatures in their retrievals.
5. On average, GOME-2 data and OMI TOMS (collection
3) data have almost no bias (GOME-2 underestimates
by 0.10%).
6. Overall, GOME-2 total ozone data agree at the ±1%
level with the standard ground-based measurements as
well as other satellite instrument datasets and therefore
are well suited to be incorporated and hence continue
the satellite long-term global total ozone record needed
among others for climate monitoring studies.
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